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Abstract: In this study, surface properties of Ti-6Al-4V alloy coated with hydroxyapatite coatings
were investigated. Wear resistance and fatigue behaviour of samples with coating thicknesses of
10 and 50 µm as well as uncoated samples were examined. Wear experiments demonstrated that
the friction factor of the uncoated titanium decreased from 0.31 to 0.06, through a fluctuating trend,
after 50 cycles of wear tests. However, the friction factor of both the coated samples (10 and 50 µm)
gradually decreased from 0.20 to 0.12 after 50 cycles. At the end of the 50th cycle, the penetration
depth of the 10 and 50 µm coated samples were 7.69 and 6.06 µm, respectively. Fatigue tests showed
that hydroxyapatite coatings could improve fatigue life of a notched Ti-6Al-4V member in both low
and high cycle fatigue zones. It was understood, from fractography of the fracture surfaces, that the
fatigue zone of the uncoated specimens was generally smaller in comparison with that of the coated
specimens. No significant difference was observed between the fatigue life of coated specimens with
10 and 50 µm thicknesses.
Keywords: titanium alloys; hydroxyapatite coatings; wear; fatigue
1. Introduction
Owing to their excellent mechanical properties and biocompatibility, metallic biomaterials are
largely used in different medical applications such as orthopaedic implants, bone plates, dental
implants and cardiovascular devices [1–3]. It is reported that 70%–80% of implants used for biomedical
applications are made of metals and metallic alloys [4] for which high strength, low elastic modulus,
excellent wear and corrosion resistance, and good biocompatibility are of paramount importance [5].
Due to the exposure to the corrosive environment of the body, metallic implants may suffer from
corrosion which can be intensified by the effect of wear induced by coming into contact with a hard
surface [6]. This can result in toxicity, adverse local tissue reaction and ultimately failure of the metallic
implant [7,8]. Given the cyclic nature of the mechanical loads applied during physical activities, fatigue
behaviour of implants is also important.
Surface modification methods, particularly coatings, have been extensively used to improve
mechanical and surface properties of metals in different applications [9–12]. Wang and Zreiqat [3]
reviewed a wide range of surface coatings used for metallic biomaterials along with their deposition
methods and properties including corrosion, wear, biocompatibility and antibacterial activity.
Hydroxyapatite (HA) coatings [Ca10(PO4)6(OH)2] are widely used in prosthetic applications as they
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possess a similar chemical composition and crystal unit to apatite of the bone [13,14]. It favourably
accelerates the bone formation process as it contains calcium phosphate [15] which makes it suitable
for bone substitution and reconstruction [10,15–17].
HA coatings have shown success in implant fixation (in-vivo) which enhances the implant life
by increasing the strength and rate of implant integration [18]. The dense layer of coating onto the
surface of implant material is mainly for bio-integration and increased implant stability to the bone
tissue [19,20]. In addition to its bioactive role, HA coatings can minimise ion release of metals in the
physiological environment of the body [15].
However, HA coatings have a brittle nature and low strength under wear conditions [21,22].
Balani et al. [23] evaluated wear behaviour of hydroxyapatite coatings reinforced by plasma-sprayed
carbon nanotubes in a simulated body fluid environment. Their results demonstrated considerable
improvements in the fracture toughness (56%) and crystallinity (27%). Moreover, coated implants
may suffer from fatigue damage under cyclic loading in the body. Thus, fatigue response of coated
metallic biomaterials needs to be investigated. The effect of surface coatings on the fatigue behaviour
of biomaterials, especially metals, has been investigated previously. Apachitei et al. [24] investigated
fatigue behaviour of Ti-6Al-4V and Ti-6Al-7Nb alloys coated with plasma electrolytic oxidation
coatings. Their study showed that this type of coatings reduces fatigue resistance of these alloys.
Vadiraj and Kamaraj [25] studied the effect of titanium nitride coatings on the fretting wear properties
of titanium alloys. They concluded that physical vapour deposition (PVD) TiN coatings can improve
fretting fatigue properties of titanium alloys.
There have been however limited studies on the fatigue behaviour of metallic biomaterials coated
with HA coatings. Lynn et al. [26] investigated the effect of HA coating thickness on the fatigue
behaviour of Ti-6Al-4V. They found that changing the thickness of atmospheric plasma-spray (APS)
HA coatings from 0 to 100 µm does not affect the fatigue life of the alloy, but thickness of 150 µm
considerably reduces the fatigue resistance of Ti-6Al-4V. They also investigated the effect of heat
treatment on the fatigue behaviour of this alloy coated with HA coatings [27]. It was shown that a heat
treatment at 400 ˝C for 90 h significantly reduces the fatigue resistance of this alloy. Fatigue tests in
these studies were limited to one constant stress amplitude (620 MPa); whereas, stress versus number
of cycles (S-N) curves could be more useful in understanding the overall fatigue behaviour. Also,
implants usually have complex geometries with fillets and reduced sections which can act as a notch.
Hence, fatigue behaviour of a notched implant material coated with HA coatings should be studied.
In this study, surface properties of hydroxyapatite coatings deposited onto Ti-6Al-4V substrate is
characterised. Two thickness of 10 and 50 µm were studied. Wear tests were conducted to evaluate
wear resistance of the HA coating layer with two different thicknesses. The effect of HA coatings
thickness on the fatigue behaviour of Ti-6Al-4V notched specimens was also investigated in different
cyclic load levels. Fatigue crack initiations and propagations were examined by scanning electron
microscopy (SEM) to identify crack origins and detect coating delaminations after failure.
2. Experimental Section
2.1. Sample Preparation
Titanium alloys are one of the most commonly used metals for biomedical applications because
they offer superior properties which include low density, moderate elastic modulus (110 GPa), good
corrosion resistance and high strength [2]. In this work, Ti-6Al-4V alloy, ELI (Extra Low Interstitials)
grade (Grade 23) was used as substrate. Ti-6Al-4V ELI contains reduced amounts of oxygen, nitrogen,
carbon and iron. In this alloy, lower interstitials can improve ductility and offer better fracture
toughness. The alloy was purchased as a 0.50-inch-diameter bar from Magellan Metals, South Norwalk,
CT, USA. Small disc samples were cut from the bar using Secotom-50 (Struers, Ballerup, Denmark).
The samples had the same diameter as the bar (12.7 mm) and a 5-mm-thickness. After the cutting
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process, one face of the discs was mirror polished using Tegramin-25 (Struers, Ballerup, Denmark) to
remove surface scratches.
Three batches of samples were prepared. These included uncoated titanium samples, HA coated
samples with a coating thickness of 5–15 µm, and HA coated samples with a coating thickness of
45–55 µm. Hydroxyapatite coatings were deposited onto the titanium surface using a thermal plasma
spray process by Himed, Old Bethpage, NY, USA. All the samples were coated in the targeted thickness
ranges. Nominal thicknesses of 10 and 50 µm were used in this study for the afore-mentioned thickness
ranges, respectively. Prior to applying the HA coating, the disc samples were degreased using 3%
Alconox, distilled water and 99% alcohol. The polished surface was then grit-blasted with apatitic
abrasive (MCD, 180–300 µm, Himed, Old Bethpage, NY, USA) and passivated as per ASTM F86-04 [28].
The coated sample is shown in Figure 1a. Fatigue test specimens with a reduced section in diameter, as
shown in Figure 1b, were manufactured from the Ti-6Al-4V bar. Similar to the disc samples, fatigue
test specimens were coated with hydroxyapatite coatings with two thicknesses of 10 and 50 µm.
The notched section was only coated where final fracture was expected to occur (Figure 1c).
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Figure 1. (a) Ti-6Al-4V disc sample coated with hydroxyapatite coatings; (b) fatigue test
specimen, dimensions in mm; and (c) notched section of the fatigue test specimen coated with
hydroxyapatite coatings.
2.2. Coating Characterisations
The coated disc samples were used to characterise surface properties of the coating. Scanning
electron microscopy, SEM, (FEI, Inspect F50, Hillsboro, OR, USA) and energy dispersive spectroscopy
(EDS) were used to xamine th microstructur and chemical composition of the co ting and Ti-6Al-4V
substrate. In addition, surface topography and roughness of the coating and titanium substrate were
characterised using a surface profilometer (WYKO NT9100, Veeco, Plainview, NY, USA) to determine
the average roughness parameters of the surface.
2.3. Wear Assessments
Wear resistance of the HA coated samples and uncoated titanium sample was examined using
a scratch tester mounted on an IBIS nano-indentation system (M/S Fisher-Cripps Laboratories Pvt.
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Limited, Killarney Heights, NSW, Australia). This technique was used to evaluate wear resistance of
the material by applying a certain normal force to the surface along with a displacement amplitude for
a number of passes. A 200 µm diamond sphero-cone tip was used with a normal force of 50 mN and
a displacement amplitude of 100 µm (in both left and right directions) with a velocity of 5 µm/s over
the surface. The coefficient of friction and penetration depth were measured and recorded during the
test. The wear test was performed for 50 passes for each sample and the data were recorded in every
two passes.
2.4. Fatigue Tests
Fatigue tests were conducted to study the effect of HA coatings on the fatigue resistance of
Ti-6Al-4V alloy with a notch, as shown in Figure 1b. To accomplish this, a rotating fatigue testing
machine (G.U.N.T. Gerätebau GmbH, Hamburg, Germany, model WP 140) was used to apply
completely reversed bending stresses (stress ratio of R = ´1) with a frequency of 46.7 Hz (spindle
speed of 2800 rpm), as shown in Figure 2a. Using a calibrated spring balance together with a floating
bearing, the specimens were loaded to desired levels. Depending on the load level, bending stresses
applied to the top and bottom faces of the specimens were between 450 and 600 MPa. This range
of stress amplitudes was found to be reasonable to address both low cycle and high cycle fatigue
behaviours for the specimens. Fatigue life was considered as the complete separation of the specimens
(Figure 2c). For each type of specimen and stress amplitude, three fatigue tests were performed and
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titanium  sample  are  shown  in  Figure  3.  The  image  of  both  thicknesses  demonstrate  that  the 
hydroxyapatite coatings are deposited uniformly onto the titanium substrate surface. It is apparent 
Figure 2. (a) Fatigue testing machine, GUNT WP 140; (b) HA coated specimen under fatigue loading;
and (c) HA coated specimen after fatigue failure.
3. Results and Discussion
3.1. Coating Characteristics
SEM images of both the HA coated samples (with 10 a d 50 µm thicknesses) nd the uncoated
titanium sample are shown in Figure 3. The image of both thicknesses demonstrate that the
hydroxyapatite coatings are deposited uniformly onto the titanium substrate surface. It is apparent
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that in spite of some micro-voids, coatings are tightly adhered together. The mirror polished surface of



















recorded  in  five different  areas  over  the  sample  surface. The  arithmetic  average  (Ra),  root mean 
squared (Rq) and maximum vertical distance between the highest and lowest data points (Rmax) were 
determined, as given  in Table 1. As can be seen, there  is no considerable difference  in the surface 
Figure 3. SEM image of: (a) HA coated sample with thickness of 10 µm; (b) HA coated sample with
thickness of 50 µm; and (c) uncoated Ti-6Al-4V sample.
EDS results of the coating layer are given in Figure 4. It is noted that the EDS results were the
same for both thicknesses of the coating layer, as expected. The elemental analysis confirmed the
presence of calcium (55%), phosphorus (20%) and oxygen (25%), all in percentage weight (wt%), in
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recorded  in  five different  areas  over  the  sample  surface. The  arithmetic  average  (Ra),  root mean 
squared (Rq) and maximum vertical distance between the highest and lowest data points (Rmax) were 
determined, as given  in Table 1. As can be seen, there  is no considerable difference  in the surface 
Figure 4. E S result of hydroxyapatite coatings us d in th s study.
The surface roughness parameters for uncoated, 10 µm coated and 50 µm coated samples were
recorded in five different areas over the sample surface. The arithmetic average (Ra), root mean
squared (Rq) and maximum vertical distance between the highest and lowest data points (Rmax) were
determined, as given in Table 1. As can be seen, there is no considerable difference in the surface
roughness measures of the two coated samples indicating that the roughness of the 10 and 50 µm
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coated samples is very similar. This confirms that the surface roughness, as a component of the surface
texture, was independent of the coating thickness. However, the surface roughness of the uncoated
titanium sample was much smaller (Ra = 15.49 nm against Ra = 2.60–2.66 µm) which was obviously
because of the highly polished surface finish of the substrate. The 3D surface profile for one of the
five scanned areas of these samples is shown in Figure 5 where the similarity between the two coated
samples can be seen in terms of the surface profile.
Table 1. Surface roughness measures (Ra, Rq and Rmax) of different areas for three batches of samples.
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with thickness of 50 μm; and (c) uncoated Ti‐6Al‐4V sample. Figure 5. 3D surface profile of: (a) HA coated sample with thickness of 10 µm; (b) HA coated sample
with thickness of 50 µm; and (c) uncoated Ti-6Al-4V sample.
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3.2. Wear Resistance Results
Friction behaviour of the three samples is shown in Figure 6a in the form of friction factor through
50 passes of the sliding test. It is apparent that the friction factor of the uncoated titanium sample
was considerably greater than that of the coated samples with both thicknesses at the beginning of
the test. The friction factor was approximately steady by around 18 passes after which, there was
an overall reduction in the friction factor of the uncoated sample. The trend remained constant again
from the 34th to the 50th pass of the test. Variations in friction factor were more uniform for both
the coated samples. At the start of the test, the friction factor for these two samples was around 0.20.
With an increase in the number of passes, the friction factor gradually decreased to 0.12. The interesting
point is that at the beginning of the test, the uncoated sample had a greater friction factor in comparison
with the coated samples. However, after 50 passes, the friction factor of the uncoated sample was
found to be smaller than the coated samples. Such behaviours indicate that friction factor varies with
the number of passes of the sliding test. Figure 6b shows the behaviour of the penetration depth
versus the number of passes from the wear experiments on the three samples. It can be seen from the
plots that the penetration depth for the uncoated sample was almost constant (0.74 µm) during the
wear test; whereas, the penetration depth of the coated samples gradually increased during the test.
The penetration depth of the 10 µm coating was greater than that of the 50 µm coating. The maximum
penetration depths for the 10 and 50 µm coated samples were 7.69 and 6.06 µm, respectively. Given
the maximum penetration depths were still within the thickness range of both the coated samples (10
and 50 µm), the friction factors in both the coated samples, as shown in Figure 6a, were found to be
similar during the wear experiments.
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3.3. Fatigue Test Results
Figure 7 presents the S-N curves of the three batches of tested specimens. In general, HA coatings
were found to improve the fatigue resistance of Ti-6Al-4V alloy, especially at high cycle fatigue
zone. It can be seen that under stress amplitudes between 520 and 590 MPa, 10 µm coated specimen
experienced the highest number of cycles before failure. For instance, under 590 MPa, the 10 and 50 µm
coated samples failed after 139,000 and 96,000 cycles, respectively. However, the uncoated specimen
had 58,000 cycles. At 6 million cycles, two red points are marked on the curves for the uncoated and
coated specimens. These two points were considered as the fatigue limit that were 468 and 511 MPa
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Figure 7. S-N curves of uncoated Ti-6Al-4V, 10 µm HA coated and 50 µm HA coated specimens, R =´1.
Fatigue fracture surfaces of 10 and 50 µm coated specimens and uncoated specimen were
investigated using SEM to evaluate fatigue c ack initiations d propagations along wit their fatigue
zone over the fractur surface. Furthermore, it was important to evaluate the coating adhere ce to the
substrate after fatigue failure. SEM images of three specimens including uncoated titanium specimen,
10 µm HA coated and 50 µm HA coated specimens failed at stress amplitude of 570 MPa are shown in
Figures 8–10 respectively. The figures present a low magnification image of the whole fracture surface
in which fatigue zones are indicated. There are also higher magnification images showing fatigue
crack initiation sites and crack propagations towards the specimen centre. Due to the presence of the
notch, and as a consequence, the stress concentration all around the specimen circumference, cracks
initiated from the edge of the notch, as expected. The interesting finding was that both the 10 and
50 µm coated specimens demonstrated the presence of the coating layer at the edge of the fracture
surface which confirms a good adherenc between the HA coatin and substrate under cyclic loading
(Figures 9b a d 10b).
An investigation of the SEM images also showed that the fatigue zone of the uncoated titanium
specimen was generally smaller in comparison with the coated specimens. It can be concluded that
the uncoated specimen had less number of cycles for the crack propagation stage and thus smaller
fatigue zones were formed over the fracture surface. In other words, under the same stress amplitude,
coated specimens tolerated more cycles for the crack propagation stage resulting in an improvement
in the fatigue life, as can be seen also in the S-N curves of Figure 7. Moreover, the fatigue experiments
showed no signific nt diff ren es between the 10 and 50 µm coated specimens. The SEM images of
these coated sp cimens showed si fatigue fr cture features mainly in terms of the presence of
multiple crack initiations and amount of area that is influence by crack propagations. This together
with the fact that all the crack initiations occurred at the interface of the titanium substrate and the
coating layer could explain the similar fatigue behaviour of both the 10 and 50 µm coated specimens.
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Final fracture zone in all the three specimens showed ductile fracture features. Figure 11 demonstrates
the final fracture zone of the 10 µm coated specimen in which dimples can be seen over the surface.
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Figure 9. SEM images of fatigue fracture surface of 10 µ A coated specimen failed under stress
amplitude of 570 MPa and R =´1: (a) fracture surface showing fatigue zone; (b) fatigue crack initiation
site A; (c) higher magnification image of fatigue crack initiation point C; and (d) higher magnification
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Figure 10. SEM images of fatigue fracture surface of 50 µm HA coated specim n failed under stress
amplitude of 570 MPa and R =´1: (a) fracture surface showing fatigue zones; (b) fatigue crack initiation
site A; (c) fatigue crack initiation site B; and (d) higher magnification image of fatigue crack initiation
point C.
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Figure 11. SEM image of the final fracture zone, taken from the 10 µm HA coated specimen.
4. Conclusions
Surface properties of Ti-6Al-4V substrate coated with hydroxyapatite coatings were characterised.
SEM images of the coated samples demonstrated that HA coatings were uniformly deposited onto the
substrate surface. The surface roughness measures (Ra, Rq and Rmax) for coated samples with 10 and
50 µm thicknesses were found to be similar. However, roughness parameters were much smaller in
the mirror-polished uncoated titanium sample. The friction factor of both the coated samples was also
similar decreasing from 0.20 to 0.12 after 50 cycles of the sliding test. This similarity was because the
maximum penetration depths of the wear experiments were well within the thickness ranges of the
coating. Although at the start of the test the friction factor of the uncoated sample was greater than the
coated samples, after 50 cycles, the friction factor became less than that of the coated samples. Fatigue
resistance of a notched specimen of Ti-6Al-4V coated with hydroxyapatite coatings was also studied.
S-N curves of the coated and uncoated specimens were presented. It was found that HA coatings could
improve fatigue life of the titanium notched specimen in both low and high cyclic fatigue zones. SEM
images of the fracture surface showed smaller fatigue zones in the uncoated specimen in comparison
with the coated ones. The coating layer was found to remain adhered to the substrate under fatigue
loading. Moreover, the fatigue behaviour of both the 10 and 50 µm coated specimens was found to
be similar. This was justified based on the similarity between the fatigue fracture features that was
observed in both the coated specimens.
Acknowledgments: The authors would like to thank Himed, Old Bethpage, NY, USA for coating titanium samples
with hydroxyapatite coatings, Peter Abigail from Technical and Further Education (TAFE), Regency Park, SA,
Australia for providing access to the fatigue testing machine, Deepali Deepali for performing fatigue tests and Ari
Mouratidis from Struers Australia for polishing titanium samples. Also, the authors would like to acknowledge
the Australian National Fabrication Facility (ANFF), Ian Wark Research Institute (University of South Australia)
for providing access to Surface Profilomete .
Author Contributions: Reza Oskouei designed all the experiments in this study including surface
characterisations, wear & friction, SEM/EDS and fatigue. He managed and supervised all the project tasks
including experimental tests and analysis of the results and contributed to the SEM and EDS experiments as well
as write up the manuscript. Khosro Fallahnezhad illustrated the graphs and discussed the results and contributed
to the writing of the manuscript. He also contributed to the SEM and EDS experiments. Sushmitha Kuppusami
assisted with performing urface characterisation tests. She also partly contrib ted to the writing of the manuscr pt.
Materials 2016, 9, 111 12 of 13
Conflicts of Interest: The authors declare no conflict of interest.
References
1. Niinomi, M. Metallic biomaterials. J. Artif. Organs 2008, 11, 105–110. [CrossRef] [PubMed]
2. Navarro, M.; Michiardi, A.; Castaño, O.; Planell, J. Biomaterials in orthopaedics. J. R. Soc. Interface 2008, 5,
1137–1158. [CrossRef] [PubMed]
3. Wang, G.; Zreiqat, H. Functional coatings or films for hard-tissue applications. Materials 2010, 3, 3994–4050.
[CrossRef]
4. Li, Y.; Yang, C.; Zhao, H.; Qu, S.; Li, X.; Li, Y. New developments of ti-based alloys for biomedical applications.
Materials 2014, 7, 1709–1800. [CrossRef]
5. Temenoff, J.; Mikos, A.G. Biomaterials: The Intersection of Biology and Materials Science, 1st ed.; Prentice Hall:
Upper Saddle River, NJ, USA, 2008; pp. 235–258.
6. Hussenbocus, S.; Kosuge, D.; Solomon, L.B.; Howie, D.W.; Oskouei, R.H. Head-neck taper corrosion in hip
arthroplasty. BioMed Res. Int. 2015, 2015. [CrossRef] [PubMed]
7. Hanawa, T. Recent development of new alloys for biomedical use. Mater. Sci. Forum 2006, 512, 243–248.
[CrossRef]
8. Farhoudi, H.; Oskouei, R.H.; Jones, C.F.; Taylor, M. A novel analytical approach for determining the frictional
moments and torques acting on modular femoral components in total hip replacements. J. Biomech. 2015, 48,
976–983. [CrossRef] [PubMed]
9. Oskouei, R.H.; Ibrahim, R.N. Improving fretting fatigue behaviour of Al 7075-T6 bolted plates using
electroless Ni–P coatings. Int. J. Fatigue 2012, 44, 157–167. [CrossRef]
10. Mohseni, E.; Zalnezhad, E.; Bushroa, A.R. Comparative investigation on the adhesion of hydroxyapatite
coating on Ti-6Al-4V implant: A review paper. Int. J. Adhes. Adhes. 2014, 48, 238–257. [CrossRef]
11. Zalnezhad, E.; Baradaran, S.; Bushroa, A.R.; Sarhan, A.D. Mechanical property enhancement of Ti-6Al-4V
by multilayer thin solid film Ti/TiO2 nanotubular array coating for biomedical application. Metall. Mater.
Trans. A 2014, 45, 785–797. [CrossRef]
12. Oskouei, R.H.; Sushimatha, K. Parylene coatings in medical devices and implants: A review. Univers. J.
Biomed. Eng. 2015, 3, 9–14.
13. Tadic, D.; Peters, F.; Epple, M. Continuous synthesis of amorphous carbonated apatites. Biomaterials 2002, 23,
2553–2559. [CrossRef]
14. Ahmad Ramli, R.; Adnan, R.; Abu Bakr, M.; Massudi, S. Synthesis and characterisation of pure nanoporous
hydroxyapatite. J. Phys. Sci. 2011, 22, 25–37.
15. Faig-Martí, J.; Gil-Mur, F.J. Hydroxyapatite coatings in prosthetic joints. Rev. Esp. Cir. Ortop. Traumatol.
Engl. Ed. 2008, 52, 113–120. [CrossRef]
16. Kuroda, K.; Okido, M. Hydroxyapatite coating of titanium implants using hydroprocessing and evaluation
of their osteoconductivity. Bioinorg. Chem. Appl. 2012, 2012. [CrossRef] [PubMed]
17. Liang, H.; Shi, B.; Fairchild, A.; Cale, T. Applications of plasma coatings in artificial joints: An overview.
Vacuum 2004, 73, 317–326. [CrossRef]
18. Holmes, R.; Bucholz, R.W.; Mooney, V. Porous hydroxyapatite as a bone-graft substitute in metaphyseal
defects. A histometric study. J. Bone Jt. Surg. Br. Vol. 1986, 68, 904–911.
19. Cook, S.D.; Kay, J.F.; Thomas, K.A.; Jarcho, M. Interface mechanics and histology of titanium and
hydroxylapatite-coated titanium for dental implant applications. Int. J. Oral Maxillofac. Implants 1987, 2,
15–22. [PubMed]
20. Ozawa, S.; Kasugai, S. Evaluation of implant materials (hydroxyapatite, glass-ceramics, titanium) in rat bone
marrow stromal cell culture. Biomaterials 1996, 17, 23–29. [CrossRef]
21. Morks, M.F.; Kobayashi, A.; Fahim, N.F. Abrasive wear behavior of sprayed hydroxyapitite coatings by gas
tunnel type plasma spraying. Wear 2007, 262, 204–209. [CrossRef]
22. Metikoš-Hukovic´, M.; Tkalcˇec, E.; Kwokal, A.; Piljac, J. An in vitro study of ti and ti-alloys coated with
sol–gel derived hydroxyapatite coatings. Surf. Coat. Technol. 2003, 165, 40–50. [CrossRef]
23. Balani, K.; Anderson, R.; Laha, T.; Andara, M.; Tercero, J.; Crumpler, E.; Agarwal, A. Plasma-sprayed
carbon nanotube reinforced hydroxyapatite coatings and their interaction with human osteoblasts in vitro.
Biomaterials 2007, 28, 618–624. [CrossRef] [PubMed]
Materials 2016, 9, 111 13 of 13
24. Apachitei, I.; Lonyuk, B.; Fratila-Apachitei, L.E.; Zhou, J.; Duszczyk, J. Fatigue response of porous coated
titanium biomedical alloys. Scr. Mater. 2009, 61, 113–116. [CrossRef]
25. Vadiraj, A.; Kamaraj, M. Fretting fatigue studies of titanium nitride-coated biomedical titanium alloys.
J. Mater. Eng. Perform. 2006, 15, 553–557. [CrossRef]
26. Lynn, A.K.; DuQuesnay, D.L. Hydroxyapatite-coated Ti-6Al-4V: Part 1: The effect of coating thickness on
mechanical fatigue behaviour. Biomaterials 2002, 23, 1937–1946. [CrossRef]
27. Lynn, A.K.; DuQuesnay, D.L. Hydroxyapatite-coated Ti-6Al-4V: Part 2: The effects of post-deposition heat
treatment at low temperatures. Biomaterials 2002, 23, 1947–1953. [CrossRef]
28. Standard Practice for Surface Preparation and Marking of Metallic Surgical Implants; ASTM F86-04; ASTM
International: West Conshohocken, PA, USA, 2004.
© 2016 by the authors; licensee MDPI, Basel, Switzerland. This article is an open access
article distributed under the terms and conditions of the Creative Commons by Attribution
(CC-BY) license (http://creativecommons.org/licenses/by/4.0/).
